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Abstract The aim of the study was to evaluate the time-
zero mechanical and footprint properties of a suture-bridge
technique for rotator cuff repair in an animal model. Thirty
fresh-frozen sheep shoulders were randomly assigned
among three investigation groups: (1) cyclic loading, (2)
load-to-failure testing, and (3) tendon–bone interface con-
tact pressure measurement. Shoulders were cyclically loa-
ded from 10 to 180 N and displacement to gap formation of
5- and 10-mm at the repair site. Cycles to failure were
determined. Additionally, the ultimate tensile strength and
stiffness were veriﬁed along with the mode of failure. The
average contact pressure and pressure pattern were investi-
gated using a pressure-sensitive ﬁlm system. All of the
specimens resisted against 3,000 cycles and none of them
reached a gap formation of 10 mm. The number of cycles to
5-mm gap formation was 2,884.5 ± 96.8 cycles. The ulti-
mate tensile strength was 565.8 ± 17.8 N and stiffness was
173.7 ± 9.9 N/mm.Theentirespecimenpresentedaunique
mode of failure as it is well known in using high strength
sutures by pulling them through the tendon. We observed a
mean contact pressure of 1.19 ± 0.03 MPa, applied on the
footprint area. The fundamental results of our study support
the use of a suture-bridge technique for optimising the
conditions of the healing biology of a reconstructed rotator
cuff tendon. Nevertheless, anindividualestimation hastobe
done if using the suture-bridge technique clinically. Further
investigation is necessary to evaluate the cell biological
healing process in order to achieve further sufﬁcient
advancements in rotator cuff repair.
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Introduction
Sufﬁcient healing after open or arthroscopic rotator cuff
repairstillremainsoneofthechallengesinshouldersurgery.
Despiteanimprovementinthesurgicaltechnique,persistent
tear rates have been reported [4, 13, 14]. Gerber et al. [15]
suggested that the repair should provide high initial ﬁxation
strength, allowing for only minimal gap formation between
the tendon and its insertion site. In addition, it is postulated
that re-establishing the anatomical footprint of the tendon–
bone insertion is a key factor to facilitate healing of the
tendon to the bone [1]. The integrity of the repair site, in
particular, has been shown to correlate with clinical
improvement, particularly the return of strength [4, 13].
Therefore, the goal is to reconstruct the footprint conﬁgu-
ration accompanied by the restoration of its mechanical
performance in order to establish an adequate environment
for optimal healing of the tendon to the bone.
The native footprint area could be recreated more
accurately with the use of the double-row technique when
compared to a single-row of anchors [3, 26, 29]. Addi-
tionally, previous studies were able to demonstrate a higher
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DOI 10.1007/s00167-009-0941-7initial mechanical strength of the double-row repair by
means of isometric cyclic loading at time zero [2, 18, 21,
22]. Nonetheless, recent trials have not been able to con-
ﬁrm these results for clinical applications [10, 12, 16].
Recently, the suture-bridge technique was introduced to
maximise the utility of a single-row construct by using the
suture limbs from the medial mattress sutures to bridge and
compress the repaired tendon [24]. The suture-bridge
technique is postulated to restore the footprint contact area
and unite the advantages of repair with those of suture
anchor and transosseous repair [11, 24]. Thus, there is still
no consensus as to which procedure, i.e. suture anchors or
suture-bridge ﬁxation, will provide the optimal conditions
for cell biological tendon-to-bone healing [1]. Furthermore,
there is still interest in developing a strong repair construct.
Given this current situation in the treatment of rotator
cuff injury, the purpose of this study was to determine the
initial mechanical properties in cyclic loading and load-to-
failure as well as the initial contact pressure over a deﬁned
rotator cuff footprint for a modiﬁed suture-bridge tech-
nique, using a titanium anchor screw. The study was con-
ducted with the hypothesis that the presented technique
exceeds the clinically relevant 250-N load threshold and
would resist an isometric load of 3,000 cycles.
Materials and methods
Thirty sheep shoulders (specimen age, 2 years) were har-
vested fresh, wrapped in saline-soaked gauze and stored
frozen at -20C[ 2, 3, 31]. Shoulders were dissected from
all of the soft tissues except for the infraspinatus muscle
and tendon. No pre-existing rotator cuff abnormalities were
noted in any of the specimens. The infraspinatus tendon
was sharply detached from its insertion site to mimic a
standardised full-thickness tear. Right and left shoulders
were randomly assigned among three investigation groups
that were based on the use of a special titanium anchor
screw (LASA-DR-Screw
,K O ¨NIGSEE Implantate,
Aschau, Germany): (1) cyclic loading, (2) load-to-failure
testing and (3) tendon–bone interface contact pressure
measurement. All of the repairs were coupled with braided
nonabsorbable polyethylene suture sized USP No. 2
(HiFi
; ConMed Linvatec, Largo, FL, USA).
The LASA-DR-Screw
 (Fig. 1) consists of a pinpoint to
ﬁx the medial row of sutures, a threaded rod to assure
anchorage of the screw to the bone, a thread-free neck and
a ﬂat head. Using a freehand technique, a medial bone
channel is made with a punch at the medial footprint bor-
der, with a lateral tilt of 70–80 inclination towards the
footprint area (Fig. 2a). After that a punch is inserted
through the cortex of the lesser tuberosity in parallel
direction to the footprint surface (Fig. 2a). Then the length
of the screw is determined, according to the length of the
footprint between the tuberosity and the medial footprint
border. Great care is taken not to perforate the humeral
cartilage. Two sutures are then inserted around the tip of
the screw using a guiding device (Fig. 2b). After perfo-
rating the sutures medially through the tendon, they were
secured by arthroscopic Mason-Allen stitches [28]. The
sutures were then tensioned, crossed over the tendon’s
footprint, tied around the screw neck and secured by the
ﬂat head (Fig. 2c–h). Stitches were ﬁrst tied with the use of
a sliding double half-hitch knot, and then secured by a
series of four reversing half hitches on alternative posts. To
standardise tension for the repair, no less than 4 kg of
tensile force was used to secure each knot. This was
measured by a tensiometer. Dissections, preparations,
repairs and experimental testing were performed by one
single-experienced shoulder surgeon after thawing the
shoulders for 24 h at room temperature.
Cyclic load testing
Examinations were performed using a material-testing
machine [Zwick 1445, Zwick-Roell, Ulm, Germany]. The
data were recorded with the dedicated software [testXpert
12, Zwick-Roell, Ulm, Germany] and a load–displacement
curve. The proximal end of the infraspinatus tendon was set
in a tendon clamp, leaving approximately 6 cm between
the clamp and the site of repair. To prevent it from slipping
out of the clamp during testing, ‘‘cryo-jaws’’ for soft tissue
ﬁxation were used [2, 19]. The humerus was ﬁxed in a
custom rig designed to evenly distribute loads across the
tendon. To simulate postoperative conditions, a cyclic
loading was performed, similar to previous studies [2, 8,
27]. Shoulders were loaded in the physiologic direction of
the rotator cuff tendon, perpendicular to the longitudinal
axis of the humerus, as previously described [2, 19, 27].
The loading force was applied with the humerus main-
tained at a constant angle relative to the tendon, resulting in
simulated isometric muscle contraction. After pretension to
10 N for 1 min, each construct was cyclically loaded to
3,000 cycles from 10 to 180 N with a 5-s cycle [2, 7, 8,
19]. These parameters have been reported as the physio-
logic loads and speeds that occur in normal daily activity
and were therefore considered the best manner to simulate
the postoperative condition [8, 27]. The tests were stopped
Fig. 1 LASA-DR-Screw
 (KO ¨NIGSEE Implantate, Aschau,
Germany) demonstrating the pinpoint to ﬁx the medial row of
sutures, the threaded rod to assure anchorage of the screw to the bone,
the thread-free neck and the ﬂat head
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of the tendon–bone construct) or a total of 3,000 cycles
was attained. Gap formation at each repair site was mea-
sured using an extensometer. The number of cycles creat-
ing a 5-mm and 10-mm gap was recorded along with the
mechanism of failure [2, 19, 27].
Load-to-failure testing
Withuseofamaterial-testingmachine[Zwick1445,Zwick-
Roell,Ulm,Germany],apretensionof10 Nwasappliedand
the clamp and custom rig were checked for tightness before
beginning the load-to-failure testing. The load [N] and the
displacement [mm] were digitally recorded by a deforma-
tion curve, and the mode of failure was documented. Tests
werestoppedwhencompletefailurewasattained(e.g.repair
site gap of 10 mm, defect of the tendon–bone construct). A
load of 250 N was chosen as the minimum clinically rele-
vant ultimate failure load, based on previous studies of
rotator cuff ﬁxation techniques [6, 7, 15].
Contact pressure testing
A pressure-sensitive ﬁlm (Prescale ﬁlm, Super Low Pres-
sure type, Fuji Photo Film Co Ltd, Tokyo, Japan) was used
to measure the interface contact pattern and pressure
between the infraspinatus tendon and the insertion site
[3, 24, 29].
The pressure-sensitive ﬁlm was cut in a standardised
fashion for all specimens to conform to the 1 9 2c m
footprint defect. Then, the ﬁlm was placed under a pre-
pared template so that we were able to prepare holes on the
ﬁlm in a uniform pattern. The ﬁlm was sealed in an
impermeable polyethylene sheet and inserted between the
tendon–bone interfaces after insertion of the screws and
sutures, while great care was taken to keep the ﬁlm dry by
constantly using gauze to absorb the moisture from the
tendon to the bone [3, 24, 29]. The sutures connecting the
tendon to the bone were carefully passed through the pre-
pared holes. These measures were conformed so as to attain
the best possible panoramic view of the contact pressure
and pressure pattern. After the repair, the ﬁlm was left in
place for 2 min, as recommended by the manufacturer.
Sutures were then cut, the ﬁlm was scanned into a Fuji
Film Prescale Pressure Densitometer (FDP-305E, Fuji
Photo Film Co Ltd, Tokyo, Japan), and the average contact
pressure and pressure pattern were detected.
Results
All of the specimens resisted against 3,000 cycles. None of
them reached a gap formation of 10 mm. The number of
cycles to 5-mm gap formation was 2,884.5 ± 96.8 cycles.
There was no screw-related failure during cyclic loading.
Humeralcartilagewasnotperforatedinallofthespecimens.
Fig. 2 A medial bone channel is made with a punch (*) at the medial
footprint border (a). A suturing instrument is equipped with a shuttle
suture and brought into this bone channel. A punch (#) is then inserted
through the lateral cortex of the lesser tuberosity. Then, the screw is
placed in parallel to the footprint, with two sutures inserted around the
screw pinpoint (b). The tendon is medially ﬁxed by arthroscopic
Mason-Allen stitches (c–e). Sutures were tensioned over the tendon’s
footprint, then tied around the screw neck, and secured by the ﬂat
head (f–h)
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123The ultimate tensile strength of the suture-bridge tech-
nique was 565.8 ± 17.8 N and stiffness was 173.7 ±
9.9 N/mm. The entire specimen presented a previously
described unique mode of failure as it is well known in
using high strength sutures by pulling them through the
tendon [2, 5, 20]. Suture breakage was not observed. There
was no screw-related failure during load-to-failure testing
as well.
We detected a mean contact pressure of 1.19 ±
0.03 MPa applied on the footprint area. However, the
pressure around the insertion of the knots was higher than
in the area between the knots. Overall, the suture-bridge
technique produced a homogenous pattern throughout the
tendon–bone contact area.
Discussion
The most important ﬁndings of the study are excellent
biomechanical and tendon–bone-pressure characteristics of
the presented modiﬁed suture-bridge technique. We con-
ﬁrmed our hypothesis, with the principle that this technique
exceeds the clinically relevant 250-N load threshold as well
as resisted against an isometric load of 3,000 cycles.
Additionally, the contact pressure over a deﬁned footprint
area is comparable to the results of a double-row technique
[3, 24, 29].
Several studies have demonstrated the mechanical
characteristics of different techniques for rotator cuff
repair, mainly dealing with the use of suture anchor sys-
tems. These studies have reported excellent mechanical
behaviour for the double-row repair [2, 18, 21, 22].
Nonetheless, its clinical superiority remains controversial.
In prospective surveys, the double- and single-row tech-
niques provided comparable clinical and MRI arthrography
short-term outcomes [12], especially in patients with small
and medium rotator cuff tears (\3 cm) [23]. Only
Charousset et al. [10] demonstrated signiﬁcantly better
tendon healing results for the double-row technique, in a
computed tomographic arthrography follow-up.
Despite its widespread use, our review of the literature
revealed only a few papers examining clinical use of the
suture-bridge technique [13], in basic trials [6, 9, 24]o r
presented as a technical note [11, 25]. In a recent study,
Frank et al. [13] conﬁrmed a healing rate of 88% with MRI
studies, as well as excellent clinical function after a mean
follow-up of 14.6 months. The authors concluded that the
suture-bridge technique could protect the biological envi-
ronment of tendon-to-bone healing over a short-term per-
iod. Burkhead et al. [6] simulated a suture-bridge technique
repair with a combination of transosseous sutures and
suture anchor systems in cadaver shoulder specimen. They
used a monotonic loading regime and found a mean failure
of the repair at 404 N. In comparison with transosseous and
single-row techniques, the repair failed at 55–67% higher
loads, respectively. A cyclic loading test was not per-
formed (Table 1). Comparing the mean load-to-failure
result of 565.81 N to a recent study evaluating the differ-
ences between single- and double-row techniques [2], we
were able to conﬁrm higher failure loads, as shown by
Burkhead et al. [6]. Certainly, comparing these results to
the mentioned study [6], it has to be considered that we
used an animal model and the infraspinatus tendon instead
of the human supraspinatus tendon.
Busﬁeld et al. [9] conducted a biomechanical compari-
son of two suture-bridge repair techniques with and without
medial row knots using metallic suture anchors and Push-
Locks (Arthrex, Naples, FL, USA). The authors conﬁrmed
the necessity of medial row knots, in order to preserve the
integrity of the repair construct and reach higher ultimate
failure loads of up to 352.9 N (Table 1).
The average number of cycles to 5-mm gap formation in
the study at hand was 2,884.5 cycles. The entire specimen
resisted 3,000 cycles. Comparing these results to studies
using an analogue experimental set-up, it seems that the
suture-bridge technique provides strength superior to that
of a single-row, double-row and transosseous techniques
[2, 19]. The contact pressure at the tendon–bone interface
was the same when comparing this technique to a double-
row technique using a combination of arthroscopic Mason-
Allen stitches and horizontal mattress stitches [3]. When
using a combination of simple and horizontal mattress
stitches, contact pressure was reduced [3]. In summary, the
use of a suture-bridge technique maintained a homogenous
pressure pattern at the tendon–bone interface, as supported
by the results of Park et al. [24].
The entire tested specimen in the current study failed by
pulling the suture through the tendon when the maximum
load was reached, as noticed in former investigations [2, 5,
20]. Nevertheless, the maximum load was signiﬁcantly
higher compared to a double-row repair that was tested in a
prior study, with the use of braided polyblend polyethylene
sutures as well as with braided polyester sutures [2]. The
problem of early suture breakage seems to be solved by the
improved material properties of the new high-performance
suture material. However, it has to be noted that the more
rigid characteristics of the new braided polyblend poly-
ethylene suture material [20, 32] can more easily cut in a
parallel direction through the defective tendon, when used
in healthy rotator cuff specimens [2, 5, 20]. This aspect is
particularly important, because most of the torn human
rotator cuff tendons are degenerated. Tendons that fail a
single-row repair are typically grade III degenerate ten-
dons, according to the classiﬁcation of Goutallier et al.
[17]. In the recent study, failure of the repair is indeed due
to suture pulling through the tendon, resulting in a
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123considerably higher failure force when compared to
double-row repair [2].
We could assume that this phenomenon is due to a steady
and homogenous pressure distribution of the tendon–bone
construct when using the suture-bridge technique. On the
other hand, the contact pattern between the ﬁxation points
could be increased by the suture-bridge repair, resulting in
more footprint coverage than is observed for single-row
techniques [24]. This may be due the characteristics of an
‘interconnected’ repair, in contrast to the double-row tech-
nique that is based on separate ﬁxation points [25]. Addi-
tionally, the suture-bridge technique provides a better
compression vector when compared with suture anchor
techniques [24]. Park et al. [24] analysed the contact area of
two different suture-bridge techniques in which a 4-suture-
bridge technique, similar to that used in our evaluation,
yielded a signiﬁcantly higher contact area and interface
pressure than double-row and 2-suture-bridge techniques
(Table 1).Theauthorsconcludethatthistechniquemaylead
tofurtherimprovementintherepairofrotatorcufftears,thus
optimising the chances of healing the tendon to the bone. In
ourstudy,themeancontactpressurewas1.19 MPa,whichis
comparable to the results of a double-row technique [3].
Our investigation presents some limitations. The sheep
infraspinatus tendon was chosen because it has previously
been demonstrated to be similar in size, shape and micro-
structure to the human supraspinatus tendon [15]. But it has
to be stated that it is different from the degenerated and
thinner supraspinatus tendons seen in human shoulders with
chronic rotator cuff tears, as already mentioned earlier.
Consequently, it remains an approximation to the human
condition and clinically used rotator cuff repair techniques.
Nevertheless, this animal model has been used extensively
to evaluate rotator cuff tendon repairs in previous studies [2,
3, 15, 19] and allows interstudy comparison.
Furthermore, although great care was taken to minimise
interference when preparing holes in the ﬁlm, with regard
to the pressure measurements, this may have yielded some
artefacts. However, it would be impossible to obtain the
entire contact pressure distribution and pressure pattern of
the investigated techniques if pressure-sensitive ﬁlm was
only inserted between the tendon–bone interfaces. Addi-
tionally, using pressure-sensitive ﬁlm that detects a pres-
sure range between 0.50 and 2.50 MPa may have
underestimated the contact area [29].
The results of the current study provide information on
the footprint coverage and mechanical strength of a suture-
bridge technique during the immediate postoperative clin-
ical situation. By passing the sutures medially, the repair
takes advantage of healthier tendon tissue to improve ﬁx-
ation strength [25]. Due to the interconnected repair, one is
able to achieve a homogenous tendon-to-bone pressure that
has been shown to inﬂuence healing [30]. Beyond these
considerations, the optimal pressure range for the tendon to
heal to the bone is not known. Therefore, low pressure may
cause separation of the tendon–bone interface, whereas
high pressure may affect the vascularisation of the tendon
and result in impaired tissue healing. Thus, it should be
noted that our evaluation does not address the inﬂuence of
healing and/or remodelling on the strengths and footprint
coverage of the repair. After comparing our results with
recent reports in the literature [2, 3, 19, 21, 22, 24, 26, 29],
the suture-bridge technique seems to be a further
improvement in rotator cuff surgery [13, 24–26]. There-
fore, the presented technique may lead to clinical results
superior to several double-row ﬁxations, because it offers
biomechanical advantages with low gap formation in cyclic
loading and a uniform tendon-bone-contact pressure.
Conclusion
In conclusion, the fundamental results of our study (i.e.
high mechanical load resistance, high contact pressure and
Table 1 Summary of the results of current studies investigating the suture-bridge or suture-bridge-like repair techniques
Experimental setting Tested technique Fixation material Result
Burkhead et al. [6] Load-to-failure TOS versus SR
versus SB
TOS: 3 Ethibond
 suture
SR: 3 metallic anchor systems
SB: PANALOK
 anchor system
SB[TOS[SR
Busﬁeld et al. [9] Cyclic loading
Load-to-failure
DRSB1 versus
DRSB2
DR-SB1: 2 metallic anchor systems medial,
2 PushLocks
 lateral
DR-SB2: 2 metallic anchor systems medial,
2 PushLocks
 lateral
DRSB2[DR-SB1
Park et al. [24] Contact pressure
Contact area
DR versus SB2
versus SB4
DR: 4 BIO-Corkscrew
 anchor systems
SB2: 1 BIO-Tenodesis screw

SB4: 2 BIO-Tenodesis screw
SB4[SB2[DR
DR double-row, DRSB1 double-row-suture-bridge group 1 (without medial row knots), DRSB2 double-row-suture-bridge group 2 (with medial
row knots), TOS transosseous, SR single-row, SB suture bridge, SB2 suture bridge (2 suture bridges), SB4 suture bridge (4 suture bridges)
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123contact area) support the use of a suture-bridge technique
for reconstruction of a torn rotator cuff tendon. Neverthe-
less, an individual estimation has to be done when using
the suture-bridge technique clinically as suggested by Park
et al. [25]. A biomechanical comparison of a double-row
versus the presented suture-bridge technique may be
helpful but ﬁnally, in vivo trials are necessary to gain
information on the cell biological healing process of
suture-bridge techniques, to emphasise potential biological
advantages and to accomplish more sufﬁcient advance-
ments in rotator cuff repair.
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